Temperature inhomogeneity in the glass mixing chamber of a (3)He/(4)He dilution refrigerator.
The temperature inhomogeneity in the glass mixing chamber of a (3)He/(4)He dilution refrigerator has been studied. The inhomogeneity is reduced to 10 mK by inserting a cylindrical spacer in the mixing chamber.